
Does the peak symmetry requirement apply to all 
chromatographic procedures?

Answer:

This requirement applies to the peak(s) used for the quantitation by external standardisation (quantitation or limit test) in any LC or GC purity test or assay.

Consequently, it does not apply to analytical procedures using area normalisation as the quantitation procedure.
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